
 

 www.pyroscience.com 

Product Change Notification 

PCN-FDO2-G2-001 

Date: 19/03/2026 

 

 

Dear PyroScience Customer, 

 

The purpose of this document is to inform you of an upcoming change to the products 

listed below. PyroScience provides this information to you for consideration during 

future purchases of the same product.  

 

Affected Item Nr. FDO2-G2 

Description of change Addition of low pass filter in electronic signal amplification 

pathway of the light detector to avoid potentially increased 

noise events at specific temperatures. 

Impact and 

recommended action 

This modification resolves the Erratum “6.1 Increased Noise 

at Specific Temperatures” (refer to data sheet). All other 

sensor functionalities remain unchanged. No further actions 

are required. 

Product Identification Products with a serial number above 26050557 will be 

affected by this change. 
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