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1 Overview 

The compact PC-based fiber-optic oxygen meter FireSting O2 with 

1, 2 or 4 channels unifies several innovative technological 

improvements making it the new standard of high precision 

oxygen sensing with fiber-optical oxygen sensors (optodes). The 

FireSting O2 utilizes a new unique measuring principle based on  

red light excitation and lifetime detection in the near infrared using 

novel luminescent oxygen indicators (REDFLASH technology, see 

Appendix 13.2 for more details). It is a multipurpose oxygen meter 

ω working with oxygen needle-type (retractable, fixed), bare 

fiber and contactless sensors (sensor spots, sensor 

cuvettes and flow-through cells), as well as robust 

miniprobes and 

ω working with full range and trace oxygen sensors.  

Along with the FireSting O2 we offer a variety of fiber-optical 

oxygen sensors, differing in tip diameter, tip geometry and 

measuring concentration range, which can be adjusted at your 

needs. Furthermore, we also offer turnkey motorized 

microprofiling setups enabling the measurement of depth-profiles 

of oxygen concentration in environmental samples at high 

temporal and spatial resolution. 

The FireSting O2 enables a diverse range of applications for 

measuring oxygen at different concentration ranges, sample types 

and spatial scales. This multipurpose oxygen meter allows 

measurements with microsensors in small samples and detection 

of depth-resolved oxygen microgradients in semi-solid samples 

like sediments, biofilms, or tissue. With the same oxygen meter it 

is also possible to monitor oxygen concentrations in air or aquatic 

environments using minisensors, robust miniprobes or sensor 

spots for long-term measurements. 
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Our consulting service is available to inform you about the 

¶ new and outstanding FireSting O2, 

¶ different sophisticated sensor types, 

¶ microprofiling setups from PyroScience, 

¶ their applicability and 

¶ integration into existent devices as OEM solution. 

More information concerning our products can be found at 

www.pyro-science.com 

or contact us under info@pyro-science.com 

We would be pleased to serve you concerning all needs for sensing 

oxygen at high precision and resolution with state-of-the-art 

technology. 

Profit from our innovation, scientific expert knowledge and 

flexibility to develop customized solutions for high performance 

sensing technology. 

Your PyroScience Team 

  

http://www.pyro-science.com/
mailto:info@pyro-science.com
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2 Safety Guidelines 

The FireSting O2 is a laboratory instrument to be used with fiber-

optic oxygen sensors (optodes) from PyroScience for measuring 

oxygen at high precision and resolution. In order to guarantee an 

optimal performance of the FireSting O2 please follow these 

operation instructions and safety guidelines. Before starting a 

measurement with the FireSting O2 please allow for an 

appropriate 

¶ installation of the FireSting Logger software before 

plugging the FireSting O2 for the first time into a USB-port 

of your PC 

¶ ambient temperature, cleanness and humidity, 

¶ connection of sensors and products (extension module) 

supplied from PyroScience, 

¶ calibration of the sensors, 

¶ precaution during handling of the needle-type sensors to 

avoid injuries or breaking of the sensor and 

¶ functioning of the FireSting O2. 

If any problems or damage evolve, please disconnect the 

instrument immediately, mark it to prevent any further use and 

consult PyroScience for repair or maintenance service. The 

FireSting O2 should not be manipulated or opened by 

unauthorized persons, only by PyroScience or persons advised 

directly from PyroScience. 

Please note that opening the housing will void the warranty. There 

are no serviceable parts inside the device. 

The FireSting O2 and sensors should be kept and stored outside 

the reach of children in a secure place under dry and clean 

conditions at room temperature, avoiding moisture, dust, 

corrosive conditions and heating of the instrument. This device is 
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not intended for medical, military or other safety relevant areas. It 

should be used in the laboratory by qualified personal only 

following the operation instructions and safety guidelines of this 

manual. 

Please follow the appropriate laws and guidelines for safety like 

EEC directives for protective labor legislation, national protective 

labor legislation, safety regulations for accident prevention and 

safety data-sheets from manufacturer of chemicals used during 

measurements. 

Calibration of the sensors, data acquisition, data processing and 

data publication is on the user's authority. 

When used in the field, the environmental conditions (like high 

humidity, dust, exposure to direct solar radiation) may cause 

damage or interference of the FireSting O2, which is on the user's 

authority. 
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Before using the Firesting O2 and its sensors, read carefully the 

instructions and user manuals for the oxygen meter 

Firesting O2. 

In case of problems or damage, disconnect the instrument and 

mark it to prevent any further use! Consult Pyro Science for 

advice! There are no serviceable parts inside the device. Please 

note that  opening the housing will void the warranty!  

The Firesting O2 is not watertight, is sensitive to corrosive 

conditions and to changes in temperature causing 

condensation. Avoid any condition (e.g. direct sun light) causing 

a heating of the device above 50°C (122°F). 

Handle the sensors with care especially after removal of the 

protective cap! Prevent mechanical stress to the fragile sensing 

tip! Avoid strong bending of the fiber cable!  Prevent injuries 

with needle-type sensors! 

Calibration and application of the sensors is on the userȭÓ 

authority, as well as data acquisition, treatment and 

publication! 

The sensors and the oxygen meter Firesting O2 are not intended 

for medical or military  purposes or any other safety-critical 

applications. 

The sensors should be used in the laboratory only by qualified 

personal following the user instructions and the safety 

guidelines of the manual, as well as the appropriate laws and 

guidelines for safety in the laboratory! 

Keep the sensors and the oxygen meter Firesting O2 outside the 

reach of children! 
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3 Introduction to the FireSting O2 

The FireSting O2 is a multipurpose oxygen meter that is 

compatible with all available oxygen sensors from PyroScience 

(needle-type, bare fiber and contactless sensors, miniprobes). 

Most sensors are available for the full range (0-100% O2) and for 

the trace range (0-21% O2). The optical detection technology is 

based on the unique oxygen-sensitive REDFLASH indicators which 

use red light excitation and lifetime detection in the near infrared 

(see Appendix 13.2 for more details). The oxygen-sensitive 

REDFLASH indicators show excellent brightness and their red light 

excitation significantly reduces stress in biological systems and 

interferences caused by autofluorescence.   

The FireSting O2 is a high precision, compact PC-based fiber-optic 

oxygen meter with 1, 2 or 4 channels for measurements in the 

laboratory. Additionally, one temperature sensor can be connected 

allowing for automatic temperature compensation of the oxygen 

measurement. The FireSting O2 is operated via an USB connection 

to a PC with a Windows operation system. The included logging 

software FireSting Logger provides comfortable calibration and 

logging functionality. 

The FireSting O2 can be used in various environments, but is 

designed as a laboratory instrument. If used in the field, please 

protect the FireSting O2 from heating, moisture and corrosion. 
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The FireSting O2 comes with 1, 2, or 4 channels (connectors S1 to 

S4) on the right side panel for up to 4 fiber-optic oxygen sensors 

and one connector (T) for a temperature sensor. The USB-

connector on the left side panel provides the energy supply and the 

data exchange with the PC. 
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4 Software Installation 

System requirements: PC with Windows XP/Vista/7 (but not 

"Windows 7 Starter Edition") and min. 200 MB free disk space. 

IMPORTANT:  Do not connect the FireSting O2 to your PC before 

the FireSting Logger software has been installed. The software will 

install automatically the appropriate USB-drivers. 

Installation steps: 

ω download the installer package for the newest version of 

the FireSting Logger software from the PyroScience 

homepage: www.pyro-science.com/downloads.html 

  

ω unzip and start the installer and follow the instructions 

     

ω connect the FireSting O2 with the USB-cable to the 

computer. The red logo will flash shortly indicating the 

correct startup of the oxygen meter. 

After the successful installation a ne× ÐÒÏÇÒÁÍ ÇÒÏÕÐ ȵ0ÙÒÏ 

FireSting /ΨȰ ÉÓ ÁÄÄÅÄ ÔÏ ÔÈÅ ÓÔÁÒÔ ÍÅÎÕȟ ÁÎÄ Á ÓÈÏÒÔ-cut named 

"FireSting" can be found on the desktop. 

2ÅÍÁÒË ÔÏ Ȱ7ÉÎÄÏ×Ó έ 3ÔÁÒÔÅÒ %ÄÉÔÉÏÎȱȡ 3ÏÍÅ ÌÁÐÔÏÐÓ ÏÒ ÎÅÔÂÏÏËÓ 

ÁÒÅ ÄÅÌÉÖÅÒÅÄ ÏÎÌÙ ×ÉÔÈ Á ÌÉÍÉÔÅÄ 7ÉÎÄÏ×Ó ÖÅÒÓÉÏÎ ÃÁÌÌÅÄ Ȱ7ÉÎÄÏ×Ó 

έ 3ÔÁÒÔÅÒ %ÄÉÔÉÏÎȱȟ ×ÈÉÃÈ ÄÏÅÓ ÎÏÔ ÓÕÐÐÏÒÔ ÔÈÅ FireSting O2. In that 

ÃÁÓÅ ÙÏÕ ÓÈÏÕÌÄ ÌÏÏË ÉÎ ÔÈÅ 7ÉÎÄÏ×Ó ÓÙÓÔÅÍ ÓÅÔÔÉÎÇÓ ÆÏÒ ȰWindows 

!ÎÙÔÉÍÅ 5ÐÇÒÁÄÅȱȢ (ÅÒÅ ÙÏÕ ÃÁÎ ÐÕÒÃÈÁÓÅ ÁÎÄ ÄÏ×ÎÌÏÁÄ ÏÎÌÉÎÅ ÁÎ 

upgrade to a full Windows version. 

  

http://www.pyro-science.com/downloads.html
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5 Oxygen Sensor Types 

5.1 Needle-Type Sensors 

The needle-type oxygen sensors are composed of a fiber-optical 

cable (C; 2.5 m standard length) with a plug (P) for connection to 

the FireSting O2 meter, a metal housing (H, fixed or retractable), 

and a syringe needle (N; 40 mm standard length) including the 

fiber with a fragile sensing tip. On each sensor, a specific Sensor 

Code (SC) is attached to the cable. 

 

At the tip of the sensors (T), the oxygen-sensitive REDFLASH 

indicator is immobilized in a raisin. The needle-type oxygen 

sensors are offered with different tip diameters, including 

microsensors with a tapered sensor tip of ca. 40-60 µm in diameter 

(A) and minisensors with a flat sensor tip (B) of 230 µm, 430 µm, 

0.5 mm and 1.1 mm in diameter. 
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The sensor tip can be retractable (R) or fixed (F) in the housing. 

 

Microsensor 

(retractable) 

 

Minisensor (fixed) 

 

The retractable sensor tip allows sensor insertion through septa, 

package material or tissue and subsequent extension of the sensor 

tip into the sample for oxygen measurements. The retractable 

sensors are available as microsensors (40-60 µm) and as 

minisensors (230 µm, 430 µm). 

The sensors are shipped in position 0 (retracted position) to 

protect the tip from breaking. The needle is covered with a 

protective cap (PC), which has to be removed carefully before 

using the sensor. After removal of the protective cap from the 

needle, the sensor should be fixed in a stable set-up like a solid 

laboratory stand or a micromanipulator mounted on a heavy stand 

from PyroScience. In case of retractable sensors, move gently the 

push-button (PB) from the retracted position 0 to the extended 

positions 1 (tip flush with needle tip), 2 or 3, thereby moving the 

sensor tip ca. 6 mm (position 2) or 12 mm (position 3) out of the 

needle into the water or gas phase of the sample. 

Please take care when handling the needle-type sensors to 

prevent injuries and breaking of the sensor. Ensure enough space 

in front of the fragile sensor tip, especially when pushing it out! 
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The needle-type microsensors are appropriate for high resolution 

measurements in semi-solid samples, like sediments, biofilms or 

tissues with PyroScience turnkey motorized microprofiling setups. 

They allow measurements in small sample volumes, along steep 

gradients and of depth-resolved oxygen profiles at high spatial 

resolution. 

Please always use a stable stand and a micromanipulator to move 

the sensor into a semisolid sample like sediment, biofilm, tissue. 

The minisensors are standard sensors for robust long-term oxygen 

measurements in gaseous or aquatic environments. Fixed 

minisensors with a mechanically protected tip (0.5 mm diameter) 

can be used for insertion through a rubber septum without 

addition of air to gas samples. Here the very sensor tip is flush with 

the tip of a beveled needle and glued into it. 

In case of fixed minisensors with a tip diameter of 1.1 mm, the fixed 

sensor tip extends 1 mm from the needle tip and is hence 

unprotected after removal of the protective cap. Avoid any 

contact to harsh surfaces! 
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The needle-type sensors can be sterilized with ethylene oxide 

(EtO) and can be cleaned with peroxide (3% H2O2), soap solution 

or ethanol. They can be applied in gas phases, aqueous solutions, 

ethanol, methanol and isopropanol. Other organic solvents and 

gaseous chlorine (Cl2) induce interferences with the sensor 

reading. No cross-sensitivity was found for pH 1-14, CO2, CH4, H2S 

and any ionic species.  

After finalization of the measurements, the sensor tip of the 

oxygen sensors should be rinsed carefully with demineralized 

water. In case of retractable sensors, retract the sensor tip and put 

on the protective cap (PC) onto the needle to protect the sensor. 

Store the sensor at a dry, dark and secure place. 

A signal drift of the sensor can indicate photobleaching of the 

oxygen-sensitive REDFLASH indicator, depending on the intensity 

of the excitation light and frequency of measurements. 

The needle-type oxygen sensors are also optionally available with 

optical isolation for measurements in samples with auto-

fluorescence. With this optical isolation, interferences between the 

REDFLASH indicator luminescence and autofluorescence, e.g. 

from photosynthetic pigments, are reduced. However, the optical 

isolation causes an increase in the response time t90, which is the 

time for 90% of the total sensor signal change (see chapter 12). 

5.2 Bare Fiber Sensors 

The bare fiber sensors are identical 

to the retractable needle-type 

oxygen sensors, except that they 

do not contain a housing. They 

comprise only the bare optical 

fiber with the REDFLASH indicator 

immobilized on the fragile sensor 
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tip. The bare fiber sensors are available both as microsensors (40-

60 µm tip diameter) and as minisensors (230 µm, 430 µm tip 

diameter). They can be used with customized housing with 

complex geometries or they might be inserted directly into 

samples ("implantable sensors"). 

5.3 Sensor Spots 

PyroScience offers a 

range of contactless 

oxygen sensors, 

comprising sensor 

spots, sensor cuvettes 

and flow-through 

cells. The sensor spots 

are coated with the 

novel REDFLASH 

indicator with PET 

foil or glass as carrier 

material. The sensor 

spots allow oxygen measurements in closed vessels in combination 

with the FireSting O2. They have standard diameters of 5 mm or 8 

mm and can also be obtained with an optical isolation (black 

coating). The sensor spots 

have a rough sensing surface 

(SF) which is whitish-green 

and facing towards the paper 

side of the packaging. The 

backside (BS) is smooth, shiny 

and dark-green. 

The sensor spots can be glued with their backside on transparent, 

clean and dry inner container walls (plastic or glass, wall thickness 

0-6 mm) using an appropriate adhesive (e.g. transparent silicone 

based on acetic acid, item no. SPGLUE). After the glue has dried, 

SF BS 
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the gas or liquid sample has to be filled into the container so that 

the whitish-green sensing surface of the spot is completely 

covered and in contact with the sample. 

For containers with wall thicknesses of 

0-2 mm, the Basic Spot Adapter (a 

10x10x10 mm plastic cube, item no. 

SPADBAS) needs to be fixed tightly or 

glued to the outer container wall at the 

spot position. Then the sensor signal can 

be read out using the Spot Fiber (item no. 

SPFIB) connecting the basic spot adapter 

with the FireSting O2. For measurements 

through containers with wall thicknesses of 2-6 mm, the metallic 

Lens Spot Adapter (item no. SPADLNS) with an integrated 

collimating lens has to be used instead. It comes together with a 

flexible re-adjustable cable binder for quick positioning of spot 

adapters e.g. on laboratory flasks with a maximal diameter of ~10 

cm. The spot adapter is then connected with the Spot Fiber to a 

channel of the FireSting O2. 

 

It is important to fix or glue the spot adapter firmly to the outer 

container wall. The position of the spot adapter should not be 

changed after calibration of the sensor spot (otherwise the spot 

has to be re-calibrated). 
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The general characteristics, like cross-sensitivity, optimal and 

maximal range of measurements, limit of detection, accuracy and 

resolution, are the same as for the needle-type sensors (see 

chapter 5.1 and 12). 

The sensor spots offer a versatile field of application for multi-

sampling measurements and online-monitoring of oxygen at 

greater scales. This includes the application in e.g. respiration and 

photosynthesis chambers, bioreactors, growth experiments, 

studies of enzyme kinetics, cell biological approaches and 

industrial process water-monitoring, including aqua-farming, 

sewage treatment and cooling water cycling. 

5.4 Sensor Cuvettes 

The oxygen sensor cuvettes are standard 

plastic cuvettes (10x10x45 cm) with an 

oxygen sensor spot glued to one side wall 

of the cuvette. They allow precise 

contactless oxygen measurements within 

the liquid content of the cuvette. A Basic 

Spot Adapter (item 

no. SPADBAS) has 

to be fixed/glued to the outside of the 

cuvette at the spot position. The spot 

adapter is then connected with the Spot 

Fiber (item no. SPFIB) to a channel of the 

FireSting O2. 

5.5 Flow-Through Cells 

The flow-through cell has an 

integrated oxygen sensor spot, 

allowing online-monitoring of the 

oxygen concentration in a gas or 



16 

liquid sample pumped through the cell. The flow-through cell can 

be directly connected with the Spot Fiber (item no. SPFIB) to the 

FireSting O2. The tubing has an outer/inner diameter of ca. 

2/1.5 mm. 

5.6 Robust Miniprobe 

The sensor tips of the robust 

oxygen miniprobes consist of a 

stainless steel tubing 3 mm in 

diameter, and 3 or 10 cm in 

length (item no. OXROB3, 

OXROB10). It can be used for 

long-term measurements in 

gases and liquids. The whole 

sensor including its cabling is completely submersible in water and 

specified for longtime submersion in liquid media. In contrast to 

the needle-type sensors, the sensitive sensor tip of the miniprobe 

is protected by the steel tubing and is more robust for standard 

laboratory applications. Due to the significantly bigger dimensions 

of this miniprobe compared to our micro- and minisensors, 

diffusion limitation in liquid samples of oxygen towards the 3 mm 

tip has a measurable effect on the response time. For optimum 

operation conditions it is therefore recommended to utilize these 

miniprobes in permanently stirred liquids (this diffusion limitation 

is neglectable in gaseous samples). 

 
 

5.7 Connecting the Sensors 

The fiber-optic oxygen sensors, including needle-type and bare 

fiber micro- and minisensors, miniprobes, as well as spot fibers 
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needed for contactless sensors (spots, cuvettes, flow-through cells) 

are connected to the ST-connectors of the FireSting O2 (S1 to S4) 

with a male fiber plug. First, remove the protective caps from both 

the plug of the sensor (see picture) and the receptacles at the 

FireSting O2. 

 

Then insert the male fiber plug (M) of the sensor cable into the ST-

receptacle (female fiber connector) of the FireSting O2 and turn 

the bayonet coupling gently clockwise until the plug is locked 

firmly. 

 

 

Note: Detailed sensor specifications are listed in chapter 12. 
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6 4ÈÅ 3ÏÆÔ×ÁÒÅ ȰFireSting Loggerȱ 

This chapter describes all functions of the FireSting Logger 

software excluding the calibration. Please refer to the chapters 7, 

8, and 9 for a detailed description of the calibration procedure. 

6.1 Main Window 

After start of the software FireSting Logger the following main 

window is shown: 

 

The four panels Channel 1-4 correspond to the channels 1-4 of the 

fiber-optic oxygen sensors connected to the FireSting O2. For the 

1- or 2-channel version of the FireSting O2, only the respective 

panels will be visible. 

The default sensor readings are shown as raw value (i.e. the 

uncalibrated sensor readings), which give no quantitative 

information of the actual oxygen concentration. 

After the activation of the respective channels in the Settings (see 

chapter 6.2), the sensor readings of each channel are displayed in 
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its corresponding panel in a numeric display (D) and in a chart 

recorder (C) in the chosen oxygen unit (UD). The color and 

appearance of each graph can be changed by clicking on the color-

control (CC). The description of the sensor (as defined in the 

Settings ) is shown in the description display (DD). The Signal 

Intensity  (SI) of the oxygen sensor is shown as a horizontal 

indicator bar just above the numeric display (D). A  reasonable 

oxygen sensor shows signal intensities well above 50 (typically 100-

1000)1. If the signal intensity drops below 50, this indicator bar 

turns gradually from grey to red indicating that the sensor might 

get degraded soon. Most sensors will still work even at a signal 

intensity of ca. 10 (yet with increased noise). But at even lower 

signal intensity the warning Low signal will appear in the warning 

display (WD) (see below and chapter 13.1). 

 

 

 

                                                                    
1 Note: Exceptions are trace oxygen sensors. During the 100%-calibration at 21% O2, these 

sensors show naturally a very low signal intensity (as low as 10). But the signal intensity will 
strongly increase when a trace oxygen sensor is applied within its specified range of 0-10% 
O2. 

D   SI        UD           DD             CD 

WD     C                               CC 
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Note that the signal intensity can be influenced by varying the LED 

Intensity or the Amplification  in the advanced settings (see 

chapter 6.2.2). 

The calibration status is shown in a separate calibration display 

(CD). As long as the sensors are not calibrated, it shows Not 

Calibrated and the data can only be displayed as uncalibrated Ȱraw 

valueȱ 2 ÏÒ ΅ÄÐÈÉ΅Ȣ 4ÈÅ ȰÒÁ× ÖÁÌÕÅȱ ÒÅÆÌÅÃÔÓ ÏÎÌÙ ÑÕÁÌÉÔÁÔÉÖÅÌÙ ÔÈÅ 

measured oxygen concentration, i.e. increasing oxygen 

ÃÏÎÃÅÎÔÒÁÔÉÏÎÓ ×ÉÌÌ ÒÅÓÕÌÔ ÉÎ ÉÎÃÒÅÁÓÉÎÇ ȰÒÁ× ÖÁÌÕÅÓȱȢ (Ï×ÅÖÅÒ, this 

dependency is not linear and especially 0 % O2 does not 

ÃÏÒÒÅÓÐÏÎÄ ÔÏ Á ȰÒÁ× ÖÁÌÕÅȱ of zero. In order to switch to 

quantitative oxygen units like hPa or %O2, a calibration has to be 

performed by clicking on the button Calibrate. The calibration 

procedure is explained in chapter 7. 

The plot style of the data in the charts can be changed by different 

chart tools. 

 

The Plot Style of the chart displayed can be changed by clicking 

with the right mouse button onto the black field of the color 

control , opening a pop-up menu. With Common Plots, Color, 

Line Style and Width, Interpolation , and Point Style the chart 

appearance can be changed. 

The button with the magnifying glass offers different zoom 

options. After clicking the button with the hand, the user has the 

possibility to click onto the chart and move the whole area while 

keeping the mouse button pressed. 

                                                                    
2 CƻǊ ŀŘǾŀƴŎŜŘ ǳǎŜǊǎΥ Ǌŀǿ ǾŀƭǳŜҐмлл-ŘǇƘƛΣ ǿƘŜǊŜōȅ ŘǇƘƛ ŘŜƴƻǘŜǎ ǘƘŜ ǇƘŀǎŜ ǎƘƛŦǘ ƻŦ ǘƘŜ 

ƭǳƳƛƴŜǎŎŜƴŎŜ ƭƛŦŜ ǘƛƳŜ ƳŜŀǎǳǊŜƳŜƴǘ 

WD   
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There are several possibilities to change the display range of the 

chart. The upper and lower limits of both axes can be changed by 

clicking with the mouse onto the limit tags so that a new value can 

be entered (if autoscaling is off!). The buttons  and  provide 

autoscaling for the x- or y-axis, respectively. This feature can be 

permanently activated by clicking on the respective lock buttons 

. By default only the y-axis is in autoscale mode. The buttons 

 and  can be used for changing the format, precision or the 

mapping mode (linear, logarithmic). 

The warning display (WD) can show the following warnings: 

 

Low signal indicates that the sensor is either not connected or 

needs to be replaced by a new one. In case of contactless sensors it 

might indicate that the distance between the spot fiber and the 

sensor spot is too large. (For advanced users: increase the LED 

intensity and/or the amplification in the Advanced Settings) 

Signal too high requires a change of the environmental conditions 

during measurements, avoiding direct sun light exposure or 

illumination with a lamp. (For advanced users: decrease the LED 

intensity and/or the amplification in the Advanced Settings) 

Bad reference indicates internal problems of the FireSting O2. 

Please contact PyroScience for support. 

Refer also to Troubleshooting in chapter 13.1. 

On the ride hand side of the main window, the actual temperature 

as measured by the connected and activated temperature sensor is 

shown in the temperature display (TD) in the chosen unit (TUD). 

The temperature can be set in the Settings to the unit degree 
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Celsius (°C), degree Fahrenheit (°F) or Kelvin (K). NaN denotes Not 

a Number when no temperature sensor is connected or if it is not 

activated in the Settings (see chapter 6.2).  

 

  

A Measurement is started by clicking on the measurement start 

button (MSB). The arrow in the button turns from dark green to 

light green indicating that a measurement is in progress. Clicking 

again on it will stop the measurement. 

 

 

 

The mode of Measurement can be chosen as single data point 

acquisition, continuous sampling (default setting) or as continuous 

DUD 

TD  

SB 

MSB 

TUD 
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sampling limited to a defined time interval. The duration of the 

time interval can be adjusted in the duration display (DUD) shown 

as hour (HH): minutes (MM): seconds (SS). 

The Sample Interval for continuous sampling can be defined in the 

field designed with set. Setting the sample interval to 0.25 will give 

the maximal possible scan rate. The exact maximal rate depends 

on the settings and the number of activated channels. The actual 

sample interval is shown in the display actual. 

The acquired data can be smoothed by a Data Smoothing (range 

1..10, default : 3, a value of 1 means no data smoothing). For 

continuous or duration  measurements with a sample interval 

<10 s, data smoothing is done by a simple running average (e.g. 

with Data Smoothing=5 always the last 5 sampled data points are 

averaged). However, for single data point  measurements and for 

continuous or duration measurements with sample intervals 

>10 s, the data smoothing is done by averaging repetitive 

measurements (e.g. with Data Smoothing=3 for each data point 3 

oxygen measurements are performed as fast as possible 

sequentially, and the average of these 3 measurements is 

displayed as the new data point).  

IMPORTANT: By default the displayed data are not automatically 

saved to a file. 

To activate data saving, click on the red start  button (SB) of Log to 

File. Select a file name in the appearing file dialog. The saved data 

files are simple text-files with the file extension ".txt", which can be 

easily imported into common spreadsheet programs.  

 

Thereafter, the indicators Comment and File Path are additionally 

shown in the main window. In the field Comment, the 
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measurements can be commented and this comment is then saved 

together with the next data point into the data file. During data 

logging, the data file can be displayed and opened by clicking on 

the button Show File. The data saving is indicated by the light 

green arrow in the grey Log to File button and be can be stopped 

by clicking this button again. 

 

NOTE: During data logging, the buttons Settings and Calibrate 

(see chapter 6.2 and 7) are not active and cannot be used before 

Log to File is stopped again. 

The button Save Setup can be used to the save the current 

settings and calibration data. They can be reloaded anytime by 

pressing the button Load Setup. This allows e.g. to switch 

between different laboratory setups with a single FireSting O2. 

This function might be also useful, if different computers are used 

for the calibration and for the actual measurements. You might 

calibrate the sensors with the first computer, save the 

configuration with Save Setup. By transferring this file and also 

the oxygen meter Firesting O2 to a second computer, you can load 

there again this configuration with Load Setup giving you 

calibrated sensors immediately ready for the measurement. 

Note, that all current settings and calibration data are 

automatically saved when closing the FireSting Logger software 

(by clicking on the cross in the upper right corner of the main 

window after finalization of the measurements), and they are 

automatically loaded again at the next startup. 

The button Flash Logo induces a flashing of the logo FireSting O2 

on the corresponding FireSting O2 meter. Several FireSting O2 

meters can be connected to the PC in parallel and multiple 

measurements can be performed by opening the FireSting Logger 
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software a number of times corresponding to the number of 

connected FireSting O2. The different windows operate 

completely independent of each other and are assigned to exactly 

one FireSting O2. This allows measurements in different setups at 

the same time. The flashing of the logo (for ca. 1 sec after pressing 

the button) can help to assign a specific logger window to the 

corresponding FireSting O2 meter (more details see chapter 13.3). 

Clicking on Raw Data opens a pop-up window FireSting Raw Data 

which is described in chapter6.5. 

Clicking on Clear Charts will clear the charts in all panels. This will 

not affect the saved data in the data file. 

6.2 Settings 

In the settings the user has to define for each channel (1) the 

measuring parameters and (2) also the environmental conditions 

of the sample under investigation. 

Settings can only be adjusted if data logging is not  active.  

To open the dialog window FireSting Settings click on Settings in 

the Main Window: 

Each oxygen channel of the FireSting O2 has its own tab in the 

settings window. By clicking on Copy these Settings, all settings 

adjusted in the active channel tab can be pasted to all other 

channels. 

The channels can be activated independently by clicking on the 

button Active. Activation is indicated by changing from dark to 

light green of the arrow in the button. A text for describing the 

ÃÈÁÎÎÅÌȭÓ ÁÐÐÌÉÃÁÔÉÏÎ ÄÕÒÉÎÇ ÔÈÅ ÍÅÁÓÕÒÅÍÅÎÔÓ ÃÁÎ ÂÅ ÅÎÔÅÒÅÄ ÉÎ 

the Description display. This description will be shown above the 

charts in the main window (DD) and also in the data file. 
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The units of oxygen concentration can be selected for each 

channel by the selector Units. The selectable units include raw 

value3 (default), % air saturation, % O2 (gas), ml L-1, µmol L-1, mg L-

1 (ppm), hPa, Torr, dphi and µg L-1 (ppb). For detailed information 

refer to the chapters 13.2 and 13.4). 

NOTE: The Charts are automatically cleared in the panels of the 

Main Window after the Settings have been modified. 

Readjustments in the Settings might require also a recalibration of 

the sensor(s). 

  

                                                                    
3ŦƻǊ ŀŘǾŀƴŎŜŘ ǳǎŜǊǎΥ Ǌŀǿ ǾŀƭǳŜҐмлл-ŘǇƘƛΣ ǿƘŜǊŜōȅ ŘǇƘƛ ŘŜƴƻǘŜǎ ǘƘŜ ǇƘŀǎŜ ǎƘƛŦǘ ƻŦ ǘƘŜ 

ƭǳƳƛƴŜǎŎŜƴŎŜ ƭƛŦŜ ǘƛƳŜ ƳŜŀǎǳǊŜƳŜƴǘ 
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6.2.1 Basic Settings 

The settings mode has to be chosen as Basic or Advanced. The 

first time user is advised to work with the Basic Settings. If Basic is 

chosen, the sensor code attached to the sensor has to be entered 

into the field Sensor Settings. A detailed explanation of the sensor 

code is given in chapter 13.6. 

Please take care that the sensor 

code of the sensor connected to a 

specific channel of the FireSting O2 

meter is entered in the same channel 

panel in the window Settings. It 

includes information for optimal 

sensor settings and for calibration 

data needed for the factory and the 

1-point calibration. A sensor description is then displayed below 

the Sensor Settings. 

The Measuring Mode can be adjusted gradually between low drift 

(1) and low noise (5) of the sensor signal by moving the arrow with 

the mouse along the scale, thereby changing the oxygen 

measuring time. An intermediate mode (3) is default. 

NOTE: The chosen oxygen units are only displayed in the Units 

Display of a channel panel of the Main Window after a successful 

calibration of the respective sensor. Ensure that the correct sensor 

code has been entered. If the sensor is not yet calibrated, either 

ÔÈÅ ÕÎÉÔÓ ȰÒÁ× ÖÁÌÕÅȱ ÏÒ ȰÄÐÈÉȱ ÁÒÅ ÓÈÏ×ÎȢ 

6.2.2 Advanced Settings 

If Advanced Settings are chosen, more complex settings controls 

get visible. In order to get a good starting point for the advanced 

settings, you should first go to the Basic Settings and enter there 

the Sensor Code and the preferred Measuring Mode. If you now 

change to the Advanced Settings, the Advanced Settings will 
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reflect exactly the measuring conditions as defined in the Basic 

Settings. 

The first letter of the sensor code 

attached to the sensor cable 

defines the Sensor Type (e.g. R 

stands for Normal range O2-

Minisensor -Brown Fiber) and has 

to be adjusted accordingly.  

 

For contactless sensors (e.g. 

sensor spots, flow-through 

cells with the Sensor Type  S 

or W), a Background 

Compensation can be 

activated optionally by 

checking the little square. The 

background compensation is 

described in detail in chapters 

7.5 and 9.2.  

The Advanced Measuring Parameters comprise the LED 

Intensity  for excitation of the REDFLASH indicator (in %) and the 

Amplification  of the sensor signal (default: 200x). As a rule of 

thumb, the LED Intensity should be 10-30% for microsensors, 

minisensors and miniprobes, but can be increased up to 100% for 

contactless sensors. The Amplification  should be typically chosen 

as 80x, 200x or 400x. Note, that varying the LED Intensity and the 

Amplification has direct influence on the signal intensity and 

therefore on the signal-to-noise-ratio (see chapter 6.1).  

The Oxygen Measuring Time (default 10 ms) defines the 

integration time for the acquisition of a single data point. Shorter 

measuring times provide low long-term drift, whereby longer 
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measuring times assure less noise. The maximal possible value is 

200 ms.  

NOTE: The use of the Advanced Settings necessitates a 2-point 

calibration  of the oxygen sensor. Later readjustments in the 

Advanced Settings might require also a recalibration of the 

sensor. 

6.2.3 Environmental Conditions 

The next step is the 

determination of the 

Environmental Conditions 

in the Sample, in which the 

oxygen measurements will 

be performed. It needs to be 

selected if the temperature 

will be determined by the 

Temperature Sensor 

connected to the FireSting O2 or if measurements are performed 

under a Constant Temperature (see also chapter 10). 

If Temperature Sensor is selected, automatic temperature 

compensation of the respective oxygen sensor readings is 

activated (see chapter 10.2). Please note that if Temperature 

Sensor is chosen in one of the 4 oxygen Channel panels of 

FireSting Settings, the temperature sensor connected to the 

FireSting O2 is automatically activated in the Temperature Panel 

(see chapter 6.2.4). 

Please ensure that the temperature sensor is fixed in the container 

containing the sample in which the oxygen measurements with 

automatic temperature compensation will be performed. 

If Fixed Temperature is chosen, the temperature of the 

environmental sample has to be determined with an external 
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thermometer or with a temperature sensor from PyroScience 

connected to the FireSting O2 and has to be adjusted manually.   

The Atmospheric Pressure (mbar) should be determined with a 

barometer and changed in the software under conditions of 

increased/decreased pressures, e.g. if measurements are 

performed in locations above or below sea level. Normal 

conditions refer to 1013 mbar (default setting). 

If the actual atmospheric pressure cannot be determined on site, it 

is also possible to enter the Elevation in meters (m) above sea 

level. For this click on Elevation and enter the actual elevation. 

This procedure will only calculate the average atmospheric 

pressure for this elevation; therefore this option is less precise than 

measuring the actual atmospheric pressure. 

The Salinity of the environmental sample (in g L-1), in which the 

oxygen measurements will be performed, needs to be adjusted 

e.g. in case of saline water. For measurements in gaseous samples 

this value has no relevance. 

6.2.4 Temperature Settings 

The temperature sensor connected to the FireSting O2 can be 

independently made Active in the panel Temperature, even if the 

oxygen measurements of all sensors are performed with Constant 

Temperature (and hence are not affected by the temperature 

sensor measurements). After activation, the measured 

temperature is displayed in the Temperature panel (see chapter 

6.3) and Overview panel (see chapter 6.4) of the main window and 

saved also into the data file. 

The temperature units can be adjusted in Units of degree Celsius 

(°C; default setting), degree Fahrenheit (°F) or Kelvin (K). 
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The Temperature 

Measuring Time 

(default 300 ms; 

only multiples of 

100ms possible) can 

be optionally (a) 

increased in order 

to reduce the noise 

of the temperature 

measurement or (b) 

decreased in order 

to achieve higher sampling rates.  

A Manual Offset might be entered for possible recalibration of the 

temperature sensor (default: 0). 

6.2.5 Optional Settings 

The panel Options is only for advanced users! Here the USB 

communication speed can be adjusted e.g. for improving the 

maximum sampling rate (default: 19200). Activation of the button 

Enable High-Speed Sampling will enable the adjustment of a 

Sample Interval <0.25 s in the main window. Clicking on the Flash 

button of Flash Settings and Calibration will save the current 

Settings and 

Calibration data 

into the flash 

memory of the 

FireSting O2. This 

is only relevant for 

OEM modules or 

third -party 

software.  
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6.3 Temperature Panel 

In the Temperature panel of the Main Window the measured 

temperature of the connected and activated temperature sensor 

can be displayed. The temperature unit can be chosen in the 

Settings in degree Celsius (°C; default setting), degree Fahrenheit 

(°F) or Kelvin (K). NaN denotes Not a Number when no 

temperature sensor is connected or the sensor was not activated in 

the Settings. 

 

Please note that each FireSting O2 meter provides only a single 

port for a temperature sensor. For Automatic Temperature 

Compensation (see chapter 6.2) of >1 oxygen sensor, all sensors 

connected to the selected channels with automatic temperature 

compensation have to measure at the same temperature 

condition, as determined with the connected and activated 

temperature sensor (see also chapter 10). 
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6.4 Overview Panel 

The sensor readings of all activated oxygen sensors and the 

temperature sensor are graphically displayed in the panel 

Overview. Each channel reading is shown also as a numerical value 

in the chosen unit. The plot style of each channel in the chart can 

be changed by clicking on . With Common Plots, Color, Line 

Style and Width, Interpolation and Point each plot in the chart can 

be changed. The items Bar Plot, Fill BaseLine, and Y-Scale are not 

appropriate for this application. 

 

6.5 The Raw Data Window 

The Raw Data Window is only intended for trouble shooting, not 

for use during normal measurements. After clicking on the Raw 

Data button in the Main Window (see chapter 6.1) the following 

FireSting Raw Data window opens: 

NOTE: While the Raw Data window is opened, all raw values are 

additionally saved into the data file in additional columns behind 

the standard data columns. 
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The panels of each channel (Chan 1-4) show the phase shift as 

"delta phi" (dphi, in °). dphi is the actual measured raw value which 

is used for the internal 

calculation of the oxygen 

concentration O2 (µM), 

oxygen partial pressure O2 

(hPa) and % air saturation 

O2 (% air sat) (see also 

chapter 13.2). 

The temperature measured 

by the temperature sensor 

and the internal 

temperature in the 

FireSting O2 meter are also 

displayed. 

The Signal Intensity (in 

mV) gives a measure of the 

quality of the oxygen measurement, which is also displayed in the 

horizontal bar indicator in the main window (see chapter6.1). 

Ambient Light (in mV) gives a measure of the ambient light 

entering the sensor from outside. At too high ambient light levels 

the detector of the FireSting O2 might get saturated giving the 

warning Signal too high in this window and in the warning display 

of the main window (see chapter 6.1). 

On the left side, different warnings can be indicated by the 

software concerning the signal and reference intensity (too low, 

too high) and the detection of the temperature sensor. 


































































